[On the problem of air activation in megavoltage therapy with 15 to 20 MeV (author's transl)].
During the operation of therapeutic linear accelerators using energies above 15 MeV the critical value of radioactive pollution in the exhaust air may be exceeded in case of extreme conditions. Methods for calculation and limitation of the activity in the air are described.